Two commercial bone grafts used in dentistry (Osteobiol Gen-Os®, a xenograft of porcine origin, and Bonelike®, a hydroxyapatite based synthetic material), in the form of granules, were characterized and evaluated in vivo regarding the intensity of the tissue inflammatory response. These biomaterials were characterized in terms of morphology, particle size distribution, porosity and pore size, specific surface are and density. The chemical composition and structure of the materials were accessed by Fourier-Transform Infrared Spectroscopy (FTIR) and X-ray Diffraction (XRD). The graft materials were implanted in the gluteus maximus muscles of Wistar rats and the inflammatory response evaluated through histological analysis, after one week of implantation.
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Introduction
Bone grafts are widely used in surgical procedures in Dentistry, particularly in Periodontology [1] [2] [3] [4] [5] , Implantology [2, 6, 7] , Endodontics [3, 5, [8] [9] [10] and Oral Surgery [11, 12] . Although autogeneous bone continues to be the "gold standard" in bone substitution [13] [14] [15] [16] [17] [18] [19] [20] , its limited availability and the need for a second surgical site and procedure drove the quest to other alternatives, like allografts (from cadavers), xenografts (from animals) and numerous synthetic materials [15-17, 20, 21] , all having merits and limitations [13, 15] .
Although many synthetic materials have been recently developed (with quite different chemical compositions and structural characteristics to suit many distinct applications), to date no synthetic material has been able to meet all desirable features: to match biological and mechanical properties of human bone [18] . In fact, synthetic grafts continue to have their limitations, being one of the most important the patient's immune response to a foreign substance and the possibility of reaction from the host.
Inflammation, granulation tissue, foreign body reaction and fibrosis/fibrous capsule development are events that frequently occur [22] . Among their advantages is the fact that alloplastic materials are available in infinite supply and are relatively inexpensive,
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with the lack of reliable information regarding their indications and effectiveness, as well as comparative studies, leaves the choice of the grafting material to the surgeon´s preferences, not always scientifically based [16] .
It has been shown that physico-chemical properties (like chemical composition and particle morphology) are among the most important factors that influence the material performance in vivo, causing significantly different biological responses [22, [24] [25] [26] [27] . In fact, such properties may change the behavior of macrophages in processes like adhesion, apoptosis, fusion and cytokine secretion [28] . Hence, detailed information about graft material characteristics is absolutely crucial not only to choose the most appropriate materials but also to properly evaluate their clinical outcomes.
The present study compares two bone graft materials widely used by dentists -a xenograft (Osteobiol®) and a hydroxyapatite based synthetic material (Bonelike®) -in terms of chemical composition, crystallinity, particle size and size distribution, porosity, surface area and density. Additionally, the biological behavior of both materials was evaluated in vivo in terms of their inflammatory response after intramuscular injection in rats. This evaluation is most relevant since although xenogeneic and alloplastic materials have been extensively investigated, the tissue response to these bone substitutes has only been partially elucidated [29] .
formed by a patented glass-reinforced hydroxyapatite [31] , prepared with the incorporation of a P 2 O 5 -based glass in the HA by means of a liquid phase sintering process [32, 33] , allegedly to increase, simultaneously, the mechanical properties of HA and to introduce ions commonly found in bone tissue [34, 35] . According to the producers, Bonelike® is composed of a main crystalline phase of HA and two secondary phases of -and -tricalcium phosphate (TCP) [36] .
Osteobiol® Gen-Os granules, with a reported size of 0.25 mm to 1.00 mm, and
Bonelike® granules, with a reported particle size range between 0.25 mm and 0.5 mm,
were characterized and used in vivo in the as-received form.
Physico-chemical characterization
Grafting material morphology was assessed by scanning electron microscopy (SEM) in a JEOL JSM 35C, by spreading a few granules on a double-sided carbon conductive tape. The granules were sputter-coated with gold and examined under an accelerating voltage of 10 kV. Additionally, energy dispersive X-ray spectroscopy (EDS) was used to find the overall approximate Ca/P ratio at three randomly selected spots.
Particle size distribution was determined by laser diffraction spectrometry in a analyzed by this method were the same as those subjected to porosimetry. As mentioned, at least two independent samples were measured for each material using the same validation criteria.
For contact angle analysis, the materials were compressed into tablets with a manual hydraulic press. About 100 mg of granules were filled into a 8 mm die and compressed 
In vivo evaluation
Fifteen male Wistar rats, twelve weeks old (from Charles River Laboratories, Spain), were bred, kept under standard conditions, and provided with water ad libitum at the Coimbra's University Laboratory Animal Unit, Coimbra, Portugal. The animals were randomly allocated to three experimental groups: G1 (Osteobiol®), G2 (Bonelike®) and G3 (sham -control group, injected with saline), each of them with five animals. The animals of G1 and G2 received the biomaterial granules and the control group underwent operation without biomaterial implantation, in order to classify the inflammatory response related to the implantation procedure per se.
After intraperitoneal anesthesia (10 ml of ketamine 10mg/ml (Ketalar®) with 2 ml of chlorpromazine 50mg/2ml (Largactil®)), disinfection of the operative region was made.
For better identification, the injection sites were shaven. 5 mg of the biomaterial were implanted, in sterile conditions, in the gluteus maximus muscles of each rat, using sterilized syringes with 20-gauge needles. The bone graft materials were compressed in
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the injection syringe, with no carrier, to be less traumatic to the animal and to minimize interference from other substances to the inflammatory response. The animals were sacrificed one week later by an overdose of ketamine and chlorpromazine. These experiments were approved by the University's Ethical Committee, in accordance to guideline 1005/92 from 23/10/1992, that regulates care for animal's experimental usage.
Immediately after death, the biomaterials were explanted together with the surrounding peri-implant tissue and fixed in 4% formalin neutral buffer solution (pH 7.4) for 24 h for further histological analysis. Biopsies were decalcified in 10% Tris-buffered EDTA at 37° C for 3 days, and subsequently dehydrated in a series of alcohol solutions, with increasing concentrations. Paraffin embedding was performed and cuts were made with a microtome (Shandon Finesse 325 Microtome). Sections were stained with hematoxylin and eosin (H&E) and Tricromic Masson (TM).
Histological analysis was conducted by two independent investigators, using a conventional diagnostic microscope (Nikon Eclipse E200). The outcome of the tissuebiomaterial interface was evaluated by examination not only of the implantation bed, but also of the peri-implant tissue.
As inflammation is normally characterized by the presence of multiple types of cells, such as macrophages, monocytes and lymphocytes, plasma cells and multinucleated giant cells [37] , a semi-quantitative methodology based on the total number of these cells per field was implemented [38] in order to grade the intensity of the inflammatory response triggered by both materials. In such way the inflammatory response is classified as mild if the number of inflammatory cell per field is inferior to 25, moderate, when the number of cells is between 25 and 125, or severe, when the number of inflammatory cells are superior to 125.

Results
Physico-chemical characterization
A general view of the shape and size of Osteobiol® and Bonelike® granules is given in shows the presence of multiple elements normally found in bone, being Ca and P the most prominent. The determined Ca/P ratios (in atomic %; average of three measurements performed in different sample spots) were of 1.35±0.07 for Osteobiol®, and 1.75±0.16 for Bonelike®.
The properties of the two materials, regarding particle size distribution, specific surface area, porosity, pore size distribution, and density, are summarized in Table 1 .
The particle size distribution curves are illustrated in Figure 4 , whereas The specific surface area of the two materials was determined by N 2 adsorption. The values obtained using the BET methods are listed in Table 1 . As shown, the specific
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surface area of Osteobiol® is considerably higher than the one of Bonelike®, despite the smaller particle size of the Bonelike® granules.
Mercury intrusion porosimetry curves (cumulative intruded volume versus pore diameter) are depicted in Figure 5 . The mercury intruded volume together with the porosity values are listed in Table 1 . As it can be seen, values close to 50 % were determined for both samples. However, as also quantified in Table 1 , most of this porosity relates to interparticle voids and not to the particles internal pores (only about 12 % of the total porosity corresponds to pores smaller than 10 µm).
The real density (also called absolute density) was determined by gas pycnometry ( 
(stretching vibration) and at 635 cm -1 (liberation band) [41, 42] . The broad band between 3600-3150 cm -1 corresponds to O-H stretching vibration in the water molecules present in the material. It is also interesting to note the presence of two low intensity bands in the region of the C-H stretching vibrations (2900-2800 cm -1 ). This is probably originated by some impurities of organic nature. The presence of residual carbon as also been detected in the EDS spectrum of this material ( Figure 2d ).
As expected, the FTIR spectrum of Osteobiol® (Figure 7b ) is very similar to the ones registered from porcine or human bone samples [39] , displaying the typical bands of collagen (bands of amide I (1660 cm -1 ) and amide II (1550 cm -1 ) [41] ) and of hydroxyapatite (the stretching vibrations of the PO 4 3-group). Contrary to that of Bonelike®, in this spectrum are also visible a few bands attributed to the stretching vibrations of the carbonate group (the  3 mode, appearing as a double band between 1400 cm -1 and 1500 cm -1 , and the  2 mode band at 878 cm -1 ), which reveals the carbonated (natural) structure of the hydroxyapatite present in this graft [43] . On the other hand, the vibrations bands of the OH -are not detectable.
The hydrophilic/hydrophobic character of Osteobiol® and Bonelike® was, as described earlier, evaluated by measuring the water contact angle by the sessile drop method. For Bonelike®, a contact angle value of 26.7 ± 4.3˚ was obtained while for Osteobiol® the measured value was of 51.4 ± 7˚. These results indicate that both materials are hydrophilic.
In vivo evaluation
The tissue reaction for the sham group (injected with saline, G3) and for each experimental group (Osteobiol® (G1) and Bonelike® (G2)), one week after implantation, is illustrated by some representative micrographs of histological sections in Figures 8, 9 and 10, using hematoxylin and eosin (H&E) and Tricromic Masson
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(TM) staining. No inflammation was found in the sham group (Figure 8 ), being only evident muscle fibers disrupted due to the injection procedure.
The inflammatory response to Osteobiol® implant ( Figure 9 ) is characterized by the presence of a great number of lymphocytes. There is a discrete presence of polymorphonuclear leukocytes, as well as some inflammatory multinucleated giant cells. Additionally, some blood capillaries with red blood cells and some fibroblasts around the graft particles can be found. A capsule was formed in the outer limit of the graft and traces of collagen were also detected (green coloring in Fig 9b) . According to the criteria adopted to classify the inflammatory response (described earlier in Materials and Methods), this can be considered as moderate (84 ± 7 inflammatory cells per field, average of ten measurements).
Bonelike® granules ( Figure 10 ) deploy a more intense inflammatory response, but still moderate (112 ± 10 total inflammatory cells per field, average of ten measurements), with predominance of lymphocytes. The histological analysis also shows several multinucleated giant cells, few blood capillaries with red blood cells and some fibroblasts around the particles. However, in this case, the capsules surrounding the granules were thicker than those originated by Osteobiol®. Moreover, a more intense reaction regarding collagen was also found (Figure 10b ).
For both biomaterials, however, there was no evidence of necrotizing reaction, nor important hemorrhage.
Additionally, the tissue reaction to the biomaterials implantation was assessed according to the reparative process characterization: degree of fibrosis and fibroblastic proliferation. Table 2 lists the scores obtained for the different parameters according to the criteria described, after careful examination of an average of 10 sections for each tissue sample. As seen in Figures 9b) and 10b) there is evidence of a more intense
fibrosis response, a higher content of collagen and a thicker capsule around the graft particles in Bonelike® samples, when compared to those of Osteobiol®.
Discussion
Although the in vivo response evaluated from inflammatory infiltrates (Figures 9 and   10 ) revealed that both implants did not cause severe inflammation, Bonelike® particles triggered a larger number of inflammatory cells and a lighter degree of fibrosis.
Despite different responses were somehow anticipated since these materials, as the results show, have quite distinct properties, the following discussion will try to interpret the in vivo inflammatory response of these two biomaterials in terms of their physical and chemical characteristics.
In fact, morphological data assessed by SEM revealed that these two materials are quite different in what concerns shape, surface topography and size (Figures 1, 2, 3 and 4 ).
Osteobiol® particles, besides being larger (nearly double), are irregular and exhibit sharp-edged tips (reflecting the natural origin of this material, constituted by fragments of cancellous and cortical bone). In opposition, the particles of Bonelike® are regular, approximately cylindrical with round contours, and more uniform in size. Both the round shape of these particles and their narrow size distribution can have adverse effects regarding inflammation [44] . Moreover, although most of the particles of both materials are larger than 150 µm, a fraction of particles around 15 µm (that can be attributed to fragments of primary particles, also visible in SEM) was detected in the sample of Bonelike® which can also be responsible for the intensification of the inflammatory response of this material (since the presence of very small particles tend to increase the risk of inflammatory reactions [45] .
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On the other hand, the surface characteristics of both materials are also distinct, being the Bonelike® granules more smooth, certainly as a consequence of their manufacturing process. This feature was confirmed by the result of the nitrogen adsorption method ( Table 1 ) that revealed that Osteobiol® particles, though larger, possess a much larger specific surface area than those of Bonelike® (about 15 fold), which appears to be also an advantage in terms biological response [46] .
Concerning porosity and pore size distribution (Table 1 and Figure 5) , and besides the total porosity values being similar for both materials (≈ 50 %), the particles of Osteobiol® exhibit a higher amount of intraparticle pores (also visualized in the SEM pictures) typical of the cancellous bone fragments, which favor vascularization.
Another aspect investigated was the hydrophilicity/hydrophobicity natures of these materials since this parameter determine, in a great extent, the response of the host tissue, i.e. the immune and inflammatory response. Generally, hydrophilic surfaces induce milder responses compared to the ones set by hydrophobic surfaces [47] . Despite the experimental limitations resultant from measuring the contact angle in a powder material, both samples were found to be hydrophilic.
Finally, it is known that chemical composition can also greatly influence the cellular response [28] . The XRD and FTIR analysis of Bonelike® confirm that this material is composed of three crystalline phases: a major phase of HA and two secondary phases of α-TCP and β-TCP, in accordance with the literature [33, 48] . On the contrary, the XRD spectrum of Osteobiol® (Figure 6b) indicates a low-crystallinity material, in agreement with its constitution: a crystalline phase (carbonated hydroxyapatite) and an amorphous phase (collagen). As it has been reported, composites of HA and TCP induce greater initial inflammatory responses compared with HA alone [49] , which could help to justify the more intense inflammation reaction of Bonelike® implant.
Also the Ca/P ratio is reported to have an impact on material degradation [49] , as it affects particles solubility (and consequently ion release). Although, theoretically, the Ca/P ratio of Bonelike® should lie between 1.5 and 1.67 (the Ca/P ratio of α-and β-TCP and the Ca/P ratio of HA, respectively), slightly lower experimental values were obtained by EDS (1.35 ± 0.07). As for Osteobiol®, the Ca/P ratio reported by the producers is 1.73 (37) , which is in agreement with the measured value (1.75±0.16). The lower Ca/P ratio of Bonelike® indicates that this material is more prone to degradation [50] . However this may not be relevant in the present case considering the short evaluation period (one week).
In conclusion, the thorough characterization of these materials revealed substantial differences in their physico-chemical properties that seem to explain, at least partly, the more intense inflammatory response of Bonelike®. However, it should be, once again, stressed that only the initial inflammatory response was of interest to this study and thus neither the immune response nor bone regeneration were evaluated. In fact, the next stages of the work will be to identify the immune mediators involved in the process, particularly cytokines and chemokines, being the final goal to search for an inflammatory profile of each biomaterial tested.
Conclusion
The extensive characterization of the graft materials Bonelike® and Osteobiol® performed in this work revealed that these two commercial bone grafts, although used in the clinical practice for the same purposes, possess markedly different properties either chemical (e.g., composition, crystallinity, Ca/P ratio) and physical (e.g., particle
size and shape, surface area, density and pore size distribution). It is thus not surprising to find out that they induce different inflammatory responses after one week
A C C E P T E D M A N U S C R I P T ACCEPTED MANUSCRIPT
implantation. In fact, in this study, it was detected that the tissue response elicited by Bonelike® granules was consistently more intense than that triggered by Osteobiol® granules, particularly in terms of collagen production and formation of fibrous capsule.
The differences found in the explored characteristics seem to justify this distinct in vivo performance. It is believed the provided data will assist clinicians to make a more informed choice between these two materials.
A C C E P T E D M A N U S C R I P T µm and approximately 50 µm, corresponding mainly to the filling of the spaces between the particles (the so called "interstices" or "interparticle" spaces), followed by a much attenuated mercury penetration in smaller pores ("intraparticle" pores). For Bonelike®, no mercury intrusion was found between 50 µm and about 3 µm, but a small intrusion was detected in the interval 3 -0.7 µm. No significant intrusion was found afterwards.
As for the Osteobiol®, a small but approximately constant mercury intrusion with increasing pressure was found below 50 µm, denoting the presence of pores within this size range. capsule formed around the implant particle. 3. collagen fibers stained in green. 4.
fibroblasts area. A C C E P T E D M A N U S C R I P T 
ACCEPTED MANUSCRIPT
A C C E P T E D M A N U S C R I P T ACCEPTED MANUSCRIPT
Highlights
-Two commercial bone grafts -Bonelike® and Osteobio®-were characterized -In vivo inflammatory response was evaluated after 1 week implantation -Both materials did not cause severe inflammation -Nevertheless, Bonelike elicit a consistently more intense inflammatory response
